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INTRODUCTION

Imprecise implant prostheses may result in mechanical
complications such as screw loosening, fracture of the prosthesis
or implant components,1 or biological complications such as
loss of osseointegration and marginal bone loss.2

An impression procedure that reproduces the intraoral
relationship of implants is the first step in achieving an accu-
rately fitting prosthesis. Two commonly used implant impres-
sion techniques are the closed tray and the open tray techniques.
In the closed tray technique, when the impression is removed
from mouth, the impression copings remain attached to the
implants intraorally, whereas in the open tray technique, the
impression copings are removed from the mouth along with
the impression. The accuracy of impression techniques has been
in dispute. Humphries et al.3 reported that the closed tray
technique yielded a higher correlation to coordinate values on
the definitive cast than open tray technique. In the open tray
technique, splinting impression copings are thought to be
important for accuracy in many studies.4-10 On the other hand,
a number of studies have shown no significant difference in
the accuracy between acrylic resin-splinted and unsplinted
impression techniques.3,11-13 Some studies even reported that the
unsplinted technique was more accurate than the splinted one.14,15

Most research has focused on the accuracy of techniques with
parallel implants,3-15 but nonparallel implants are commonly
encountered in clinical situations. For this reason, the inves-
tigators evaluated the nonparallel condition, with some find-
ing no significant difference between the accuracy of the
closed tray technique and unsplinted open tray technique
at up to 15 degrees of angulation.16,17 Others reported that
the unsplinted open tray technique was more accurate than the
closed tray technique at 15 and 10 degrees of angulations.18,19

In the open tray technique, Choi et al.20 found no statistically
significant difference between splinted and unsplinted impres-
sion copings at 8 degrees of angulation. Assuncao et al.21

reported that the splinted technique was more accurate than
the unsplinted technique.

Several technical trials to achieve more accurate open tray
impressions for patients with multiple implants are reported
in the literature. Assif et al.9 used impression plaster as a
splinting material other than autopolymerizing acylic resin. Assif
et al.6 splinted impression copings directly to the impression
tray. Vigolo et al.7,22 modified square impression copings with
airborne particle-abrasion and coated them with impression
adhesive. In a single-tooth implant impression, Vigolo et al.22

used an abutment as an impression coping, and concluded that
a more accurate impression was achieved. Clelland23 used a bone-
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simulated model to study the difference in the strain generated
by conventional frameworks and Abutment Luting frameworks,
and reported a significant reduction in the magnitude of the
strain with the resin-luted frameworks. 

The purpose of this study was to compare the impression accu-
racy of a proposed abutment-framework (A-F) impression tech-
nique (using cement-on crown abutments as impression cop-
ings and a metal framework and resin cement as splinting mate-
rials) with that of previously established closed tray and
resin splinted open tray techniques, and to evaluate the effect
of angulation on the accuracy of these 3 techniques using
angulated 3-implant definitive casts.

MATERIAL AND METHODS

Fabrication of the reference frameworks and the definitive casts
Three preliminary casts (2 cm × 5 cm × 2 cm) were fabri-

cated with dental stone (Neo Plum stone; Mutsumi Chemical
Industries Co., Mutsumi, Japan). In each cast, 3 holes were made
10 mm apart from edge to edge on the top surface using a
milling machine. In all 3 casts, the center hole was made at right
angle to the top surface of the cast. In the first cast, the left and
right holes were parallel to the center hole. In the second
cast, the left hole was angulated 15 degrees posteriorly and the
right hole was anglulated 15 degrees anteriorly relative to the
plane for a combined 30 degrees of angulation. In the third cast,
the left hole was angulated 15 degrees posteriorly and the right
hole was angulated 25 degrees anteriorly relative to the plane
for a combined 40 degrees of angulation. Three implant
analogs (Implant replica; Bra�nemark system, Nobel Biocare,
Göteborg, Sweden) were secured in the holes with autopoly-
merizing acrylic resin (Orthojet; Lang Dental Manufacturing
co. Inc, Wheeling). 

Three reference frameworks simulating bar attachment
prostheses were waxed with 3 non-hexed UCLA Abutments

(Goldadapt abutmemt, non-engaging; Bra�nemark system,
Nobel Biocare, Göteborg, Sweden) on each preliminary cast and
then cast in type IV gold alloy (G45; Solomondent, Anyang,
Korea; Fig. 1). 

Polyvinylsiloxane (Aquasil Ultra XLV regular set light
body, heavy body soft putty regular set; Dentsply De Trey
Gmbh, Konstanz, Germany) pick-up impressions were made
with custom trays on the preliminary casts, using the reference
frameworks. To fabricate accurate definitive casts, 3 implant
analogs were connected to the reference frameworks embed-
ded in the impressions, and the impressions were poured
with type IV dental stone (GC Fujirock; GC Europe, Leuven,
Belgium). This procedure was similar to that used in previous
studies4-6,9,20 for fabricating definitive casts (Fig. 2). To expose
the top surface of analog for accuracy assessment using a
light microscope, a soft tissue cast of 5 mm thickness was fab-
ricated with heavy body polyvinylsiloxane impression mate-
rial before pouring of dental stone, and transferred to exper-
imental definitive casts.

Fabrication of custom trays
One base former and 30 custom trays were fabricated for each

of the 3 definitive casts. To fabricate the base former, 3 layers
of baseplate wax spacers (Plate paraffin wax; RUBY, Tokyo,
Japan) were placed on the lateral surface of the definitive
casts, and tray resin (Vertex Trayplast NF; Dentimex, Zeist,
Netherlands) was applied with a thickness of 2 mm. The
outer surface of the base former was trimmed and inner sur-
face wax spacers were replaced with heavy body polyvinyl-
siloxane impression material (Aquasil Ultra XLV heavy body
soft putty regular set; Dentsply De Trey Gmbh, Konstanz,
Germany). 

To fabricate the custom trays, 2 layers of baseplate wax
spacers were placed on the assembly of the definitive cast, base
former and impression copings to ensure a uniform thickness
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Fig. 1. Reference frameworks were waxed and cast on preliminary
casts. Top: 0 degree, middle: 30 degrees, bottom: 40 degrees.

Fig. 2. Definitive casts with guide pins connected to show the angulation
of the implant analogs. Top: parallel, middle: 30 degrees, bottom: 40 degrees.
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of impression material. An irreversible hydrocolloid impres-
sion (Jeltrate regular set, Hamm Moor Lane, England) was made
and poured with heavy body polyvinylsiloxane impression mate-
rial. Ten trays for each technique were made on these polyvinyl-
siloxane casts (Aquasil Ultra XLV heavy body soft putty reg-
ular set; Dentsply De Trey Gmbh, Konstanz, Germany) for a
uniform inner surface. Before impression making, tray adhe-
sive (VPS tray adhesive; 3M ESPE, Seefeld, Germany) was paint-
ed inside each custom tray and allowed to dry for 15 minutes.

Impression procedure
For all 3 impression techniques, light body polyvinylsilox-

ane impression material (Aquasil Ultra XLV regular set light
body; Dentsply De Trey Gmbh, Konstanz, Germany) was
syringed around the impression copings on the definitive
casts. Heavy body polyvinylsiloxane impression material
was mixed by hand and dispensed inside the custom trays. The
custom trays were seated with finger pressure and the impres-
sions were allowed to polymerize for 10 minutes at room
temperature.

In the closed tray impression group, closed tray impression
copings (Impression coping closed tray; Bra�nemark system,
Nobel Biocare, Göteborg, Sweden) were used (Fig. 3A). The

impression and custom tray was separated from the definitive
cast. Impression copings were removed 1 at a time from the
definitive cast and attached to implant analogs. These assem-
blies were inserted into the corresponding position in the
impression.

In the resin-splinted open tray impression group, open tray
impression copings (Impression coping open tray; Bra�nemark
system, Nobel Biocare, Gö teborg, Sweden) were splinted
with autopolymerizing acrylic resin (Pattern resin; GC
Corporation, Tokyo, Japan). The acrylic resin splint (7 mm ×
7 mm thickness) was fabricated on a duplicate cast obtained
by the closed tray technique and was allowed to polymerize
for 15 minutes before being removed from the cast. Fifteen min-
utes before impression making, the acrylic splint was sec-
tioned with a 0.3 mm thickness disc (Ultra disks; Sejong,
Seoul, Korea) and reconnected on the definitive cast with an
incremental application to minimize polymerization shrink-
age (Fig. 3B). 

In the A-F impression group, straight and angled cement-on
crown abutments (15 degree Esthetic abutment 1 mm, Esthetic
abutment 1 mm, 25 degree TiAdapt RP; Bra�nemark system,
Nobel Biocare, Gö teborg, Sweden) were used instead of
impression copings. The cast metal framework and resin
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Fig. 3. Impression procedures performed on the definitive cast and the soft tissue cast. A: Closed tray impression copings on the 0 degree
definitive cast, B: Resin splint of open tray impression copings was sectioned on the 30 degrees definitive cast, C: A-F impression. Soft tis-
sue cast and abutments were connected to the 30 degrees definitive cast, D: A-F impression. Assembly of abutments and metal framework
on the 40 degrees definitive cast.
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cement were used as splinting material. Straight and angled
abutments were connected to corresponding analogs on
duplicate casts obtained by the closed tray technique. Metal
frameworks simulating repositioning jigs were waxed and cast
in base metal alloy (Verabond; Albadent, Milford) at each
of three angulations. The metal frameworks were cemented on
the cement-on crown abutments on the definitive casts with
resin cement (Superbond C&B; Sunmedical, Tokyo, Japan; Figs.
3C and 3D). The cement was allowed to polymerize for 20 min-
utes at room temperature. Pick-up impressions with custom
trays were made using these abutment-framework assem-
blies. Assemblies could be easily separated by heating with an
alcohol lamp. 

All 90 impressions were poured with type IV dental stone
according to the manufacturer’s instructions (water/powder
ratio: 100 g / 20 ml) and allowed to polymerize for 60 minutes.
All duplicate casts were stored at room temperature for min-
imum 24 hours before measurement were made. 

Measurement of accuracy
Vertical gaps between UCLA abutments of reference frame-

works and implant analogs of duplicate casts were measured
with a light microscope with image processing (Accura 2000,
INTEK PLUS, Deajeon, Korea) under 240× magnification. The
accuracy of the light microscope was ± 0.1 μm (Fig. 4). 

To simulate the one-screw test, a single abutment screw
(Abutment screw Bra�nemark system RP; Nobel Biocare, Göteborg,
Sweden) was tightened to 10 Ncm with a digital torque driver
(MTG50; MARK10, Hicksville) to each of the analogs sequen-
tially. Vertical gaps of the analogs were assessed in anterior and
posterior directions for each duplicate cast. Since there was a
relatively large difference in vertical gaps between the screwed
analog and unscrewed analogs, only the following data were
statistically analyzed: center analog screw tightening with
measurement of the outer analogues (Fig. 5A), and 1 outer ana-
log screw tightening with measurement of the other outer ana-
log (Fig. 5B). Gap values were analyzed with the SPSS program
(v 12.0) using analysis of variance and the Tukey test at a .05
level of significance.

RESULTS

The vertical gaps in the outer analogs after the center analog
was tightened (Fig. 5A), are shown in Table I. Values were ana-
lyzed statistically with two-way ANOVA (Table II) and the
Tukey test (Table III). The vertical gaps in 1 outer analog
when the other outer analog was tightened (Fig. 5B), are
shown in Table IV with statistical analysis using two-way ANO-
VA in Table V, and the Tukey test in Table VI. The closed tray
technique showed significantly larger vertical gaps than the two
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Fig. 4. Image of the vertical gap between the UCLA abutment of the
reference framework and the implant analog of the experimental defin-
itive cast.

Fig. 5. Schematic drawings of the position and direction of measurement for statistical analysis. The arrows represent the screw tightening position
and the round arrows represent measurement positions. A: Screw tightening of center analog and measurement of outer analogs, B: Screw tighten-
ing of left analog and measurement of right analog; screw tightening of right analog and measurement of left analog.

Table I. Vertical gap (μm) with center analog screw tightening and
outer analogs measurement

Impression technique
Closed Resin  A-F 

tray splinted impression

0 degrees
Mean 41.45 36.71 34.9

angulation
SD 9.03 7.76 4.22
n 40 40 40

30 degrees
Mean 62.65 43.55 39.28

angulation
SD 21.29 11.53 13.22
n 40 40 40

40 degrees
Mean 49.78 41.57 39.06

angulation
SD 14.66 8.18 6.17
n 40 40 40
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other techniques (Tables I, III, IV and VI; P < .05). The A-F
impression technique showed smaller means and standard devi-
ations in vertical gaps than the resin-splinted open tray tech-
nique (Tables I and IV). The effect of techniques, the angula-
tion, and the interaction between the techniques and the
angulation were statistically significant (Tables II and V; P <
.05). The angulation of the implant analogs in the definitive cast
influenced the vertical gaps of the closed tray technique and
the resin-splinted open tray technique when the center analog
was tightened (Table III; P < .05), and influenced those of the
closed tray technique when the outer analog was tightened (Table
VI; P < .05), but it did not affect the A-F impression technique
(Tables III and VI; P > .05).

DISCUSSION

Most research has focused on the accuracy of impression tech-
niques with parallel implants,4-15 and only a few studies have
evaluated impression methods for nonparallel implants.16-21

A number of studies reported that there were no significant dif-
ferences between the closed tray and open tray techniques,16,17

or between unsplinted and splinted open tray techniques at up
to 15 degees of angulation.19,20 Therefore, in this study, impres-
sion techniques were evaluated for accuracy using relative angu-
lation degrees of 0, 30 and 40 degrees. Data were collected also
on the new A-F impression technique.

Previous studies evaluated vertical gaps using a traveling
microscope. De La Cruz et al.13 showed means ranging from 50
μm to 100 μm in parallel 3-implant conditions. Assif et al.5 showed
means of approximately 20 μm in 5-implant conditions. In this
study, the vertical gap results had means ranging from 34 μm
to 112 μm, with a difference of 10-30 μm. Dentists can detect dif-
ferences in the range of 30 μm in the fit of a framework on mul-
tiple implants.5 It is interesting that all impression techniques
showed mean vertical gaps above 30 μm.5 This implies that the
passive fit of suprastructures may be unattainable, and estab-
lishment of a clinically acceptable range of vertical gaps is more
important.

The A-F impression technique showed smaller means and stan-
dard deviations in vertical gap than that of the resin-splinted
open tray technique (Tables I and IV) and the A-F impression
technique was not affected by implant angulation (Tables
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Table III. Tukey test of vertical gaps with center analog screw tighten-
ing and outer analogs measurement

Variable Statistically significant subsets (P < .05)
0 degrees [Resin splinted, A-F impression] /    

[Closed tray]
Technique 30 degrees [Resin splinted, A-F impression] /

[Closed tray] 
40 degrees [Resin splinted, A-F impression] /

[Closed tray] 
Closed tray [0�] / [40�] / [30�] 

Angulation Resin splinted [0�] / [30�, 40�] 
A-F impression [0�, 30�, 40�]

Table IV. Vertical gap (μm) with tightening of one outer analog, and mea-
surement of the other outer analog

Impression Closed Resin  A-F 
technique tray splinted impression

0 degrees 
Mean 87.00 45.20 39.46

angulation
SD 40.40 21.86 8.05
n 40 40 40

30 degrees 
Mean 90.29 52.69 41.24

angulation
SD 44.01 14.28 11.53
n 40 40 40

40 degrees 
Mean 112.90 49.67 41.43

angulation
SD 50.34 12.66 6.87
n 40 40 40

Table V. Analysis of variance comparing of techniques and angulation
with tightening of one outer analog and measurement of the other
outer analog

Source of Sum of Degree of Mean 
F-statistics P-value

variation squares freedom squares
Technique 218795.197 2 109397.598 136.91 .000*
Angulation 7086.866 2 3543.433 4.435 .013*

Technique × 10052.931 4 2513.233 3.145 .015*angulation
* Statistically significant at .05 level of significance.

Table VI. Tukey test of vertical gaps with tightening of one outer ana-
log and measurement of the other outer analog

Variable Statistically significant subsets (P <.05)
Technique 0 degrees [Resin splinted, A-F impression] / 

[Closed tray] 
30 degrees [Resin splinted, A-F impression] /

[Closed tray] 
40 degrees [Resin splinted, A-F impression] / 

[Closed tray] 
Closed tray [0�, 30�] / [40�] 

Angulation Resin splinted [0�, 30�, 40�]
New A-F impression [0�, 30�, 40�]

Table II. Analysis of variance comparing of techniques and angulation
with center analog screw tightening and outer analogs measurement

Source of  Sum of Degree of Mean 
F-statistics P-value

variation squares freedom squares
Technique 12231.540 2 6115.770 44.376 .000*
Angulation 7013.016 2 3506.508 25.433 .000*

Technique × 3583.090 4 895.773 6.5 .000*angulation
* Statistically significant at .05 level of significance.
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III and VI. Thus, the A-F impression technique was more
accurate and less variant in impressions for implant prostheses.
It also showed more suitable and stable results in situation with
angulated implants. 

This study showed that the resin-splinted open tray technique
reproduced the position of analogs more accurately than the
closed tray technique. These results agree with previous
investigations that emphasized the splinting of impression cop-
ings.4-10 However, the results do not agree with Humphries et
al.3, who reported greater accuracy with the closed tray tech-
nique. 

One limitations of this study is the failure to account for the
setting expansion of dental stone. This could be a cause of ver-
tical gaps between the implant analogs in the definitive cast and
the reference framework. Rotational and horizontal error
could not be detected in this study because of the use of
non-hex UCLA abutments. After assembly of the implant
analogs, the closed tray impression copings were inserted
to impression material. Then, a soft tissue cast was reconnected
to the impression to expose the platform of the analog.
Possible distortion at this step could explain the relatively large
vertical gaps in the closed tray technique.

The A-F impression technique in this study could be applied
to a clinical situation using the following steps. Cementation-
type abutments were milled, and a metal framework was
fabricated on the preliminary cast that was obtained with a closed
tray impression. These milled abutments were connected to
implants in the patient’s mouth, and the metal framework was
cemented with resin cement. A pick-up impression was made
using this abutment-metal framework assembly as the splint-
ed impression copings. 

This method is similar to one that involves luting frameworks
to implant components to achieve better fitness in implant
prosthodontics,23 but the new method is carried out at the impres-
sion stage, before definitive prosthesis fabrication. We suggest
that this technique has several possibilities for improving
the accuracy of impressions. Generally, cement space has a small-
er thickness than that of disc-sectioned space (250 μm),13 So the
effect of polymerization shrinkage of resin might be reduced
by this technique. Metal frameworks have a greater flexural mod-
ulus than the resin splint used for pick-up impressions, so this
technique could be more resistant to distortion forces caused
by impression removal, polymerization shrinkage, and the set-
ting expansion of dental stone.

The A-F impression technique has several expected clinical
effects in addition to impression accuracy. Registration of
jaw relation can be carried out using the metal framework dur-
ing the impression appointment. For retrievable cement-
retained implant prostheses, the impression procedure can be
repeated for ill-fitting frameworks, without sectioning and sol-
dering the metal framework. Comparison of the abutment-pros-
theses margin to the gingival level, and examination of the ori-

entation of the screw access holes of the prostheses can be car-
ried out before fabrication of the definitive prostheses. Cement-
on crown abutments used in the impression stage can also be
used in the definitive prostheses.

CONCLUSION

In this study, the vertical gap was measured for 0, 30 and 40
degree angulated 3-implant definitive casts, and analyzed
statistically to compare the impression accuracy of a pro-
posed A-F impression technique to conventional closed tray
technique and resin-splinted open tray techniques. Within the
limitations of this study, the following results were drawn.

1. The A-F impression technique and the resin splinted
open tray technique showed significantly smaller vertical
gap than that of closed tray technique (P < .05). 

2, The closed tray and the resin splinted open tray tech-
nique showed significantly different vertical gap accord-
ing to angulation of implant (P < .05).

3. The A-F impression technique did not show significantly
different vertical gap according to angulation of implant
(P > .05). 

REFERENCES

1. Adell R, Lekholm U, Rockler B, Bra�nemark PL. A 15-year study
of osseointegrated implants in the treatment of the edentulous jaw.
Int J Oral Surg 1981;10:387-416.

2. Skalak R. Biomechanical considerations in osseointegrated pros-
theses. J Prosthet Dent 1983;49:843-8.

3. Humphries RM, Yaman P, Bloem TJ. The accuracy of implant mas-
ter casts constructed from transfer impressions. Int J Oral
Maxillofac Implants 1990;5:331-6.

4. Naconecy MM, Teixeira ER, Shinkai RS, Frasca LC, Cervieri A.
Evaluation of accuracy of 3 transfer techniques for implant-
supported prostheses with multiple abutments. Int J Oral
Maxillofac Implants 2004;19:192-8.

5. Assif D, Fenton A, Zarb G, Schmitt A. Comparative accuracy of
implant impression procedures. Int J Periodontics Restorative Dent
1992;12:112-21.

6. Assif D, Marshak B, Schmidt A. Accuracy of implant impression
techniques. Int J Oral Maxillofac Implants 1996;11:216-22.

7. Vigolo P, Majzoub Z, Cordioli G. Evaluation of the accuracy of
three techniques used for multiple implant abutment impressions.
J Prosthet Dent 2003;89:186-92.

8. Vigolo P, Fonzi F, Majzoub Z, Cordioli G. An evaluation of im-
pression techniques for multiple internal connection implant pros-
theses. J Prosthet Dent 2004;92:470-6.

9. Assif D, Nissan J, Varsano I, Singer A. Accuracy of implant
impression splinted techniques: effect of splinting material. Int
J Oral Maxillofac Implants 1999;14:885-8.

10. Fenton A, Assif D, Zarb G, Schmitt A. The accuracy of implant
impression procedures. J Dent Res 1991;70:396-9.

11. Herbst D, Nel JC, Driessen CH, Becker PJ. Evaluation of impression
accuracy for osseointegrated implant supported superstruc-
tures. J Prosthet Dent 2000;83:555-61.

12. Hsu CC, Millstein PL, Stein RS. A comparative analysis of the ac-
curacy of implant transfer techniques. J Prosthet Dent 1993;69:588-
93.

13. De La Cruz JE, Funkenbusch PD, Ercoli C, Moss ME, Graser GN,

Accuracy of a proposed implant impression technique using abutments and metal framework Lee HJ et al.



31J Adv Prosthodont 2010;2:25-31

Tallents RH. Verification jig for implant-supported prostheses:
A comparison of standard impressions with verification jigs
made of different materials. J Prosthet Dent 2002;88:329-36.

14. Burawi G, Houston F, Byrne D, Claffey N. A comparison of
the dimensional accuracy of the splinted and unsplinted impression
techniques for the Bone-Lock implant system. J Prosthet Dent
1997;77:68-75.

15. Inturregui JA, Aquilino SA, Ryther JS, Lund PS. Evaluation of three
impression techniques for osseointegrated oral implants. J
Prosthet Dent 1993;69:503-9.

16. Conrad HJ, Pesun IJ, DeLong R, Hodges JS. Accuracy of two im-
pression techniques with angulated implants. J Prosthet Dent
2007;97:349-56.

17. Carr AB. Comparison of impression techniques for a two-implant
15-degree divergent model. Int J Oral Maxillofac Implants
1992;7:468-75.

18. Carr AB. A comparison of impression techniques for a five-
implant mandibular model. Int J Oral Maxillofac Implants

1991;6:448-55.
19. Phillips KM, Nicholls JI, Ma T, Rubenstein J. The accuracy of three

implant impression techniques: A three-dimensional analysis. Int
J Oral Maxillofac Implants 1994;9:533-40.

20. Choi JH, Lim YJ, Lim SH, Kim CW. Evaluation of the accuracy
of implant-level impression techniques for internal-connection
implant prostheses in parallel and divergent models. Int J Oral
Maxillofac Implants 2007;22;761-8.

21. Assuncao WG, Filho HG, Zaniquelli O. Evaluation of transfer im-
pressions for osseointegrated implants at various angulations.
Implant Dentistry 2004;13:358-64

22. Vigolo P, Fonzi F, Majzoub Z, Cordioli G. Master cast accuracy
in single-tooth implant replacement cases: an in vitro comparison.
A technical note. Int J Oral Maxillofac Implants 2005;20:455-60.

23. Clelland NL, van Putten MC. Comparison of strains produced in
a bone simulant between conventional cast and resin-luted im-
plant frameworks. Int J Oral Maxillofac Implants 1997;12:793-9.

Accuracy of a proposed implant impression technique using abutments and metal framework Lee HJ et al.




