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Stress analysis of mandibular implant 
overdenture with locator and bar/clip 
attachment: Comparative study with 
differences in the denture base length
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PURPOSE. The design of the attachment must provide an optimum stress distribution around the implant. In this 
study, for implant overdentures with a bar/clip attachment or a locator attachment, the stress transmitted to the 
implant in accordance with the change in the denture base length and the vertical pressure was measured and 
analyzed. MATERIALS AND METHODS. Test model was created with epoxy resin. The strain gauges made a tight 
contact with implant surfaces. A universal testing machine was used to exert a vertical pressure on the 
mandibular implant overdenture and the strain rate of the implants was measured. RESULTS. Means and standard 
deviations of the maximum micro-deformation rates were determined. 1) Locator attachment: The implants on 
the working side generally showed higher strain than those on the non-working side. Tensile force was observed 
on the mesial surface of the implant on the working side, and the compressive force was applied to the buccal 
surface and on the surfaces of the implant on the non-working side. 2) Bar/clip attachment: The implants on the 
both non-working and working sides showed high strain; all surfaces except the mesial surface of the implant on 
the non-working side showed a compressive force. CONCLUSION. To minimize the strain on implants in 
mandibular implant overdentures, the attachment of the implant should be carefully selected and the denture 
base should be extended as much as possible. [ J Adv Prosthodont 2017;9:143-51]

KEYWORDS: Mandibular Overdenture; Stress Analysis; Locator; Bar/Clip; Denture Base Length

https://doi.org/10.4047/jap.2017.9.3.143https://jap.or.kr J Adv Prosthodont 2017;9:143-51

INTRODUCTION

Recently, various attachments have been used for implant 
overdentures. Implant overdentures provide good support, 
stability, and retention with only a small number of  implants 
and make it possible to have better mastication and func-
tion.1 In addition, they prevent the resorption of  the residu-

al ridge and an existing denture can be recycled as an 
implant overdenture. For these reasons, the McGill consen-
sus stated that mandibular implant overdentures should be 
the first treatment of  choice for edentulous patients.2

The various attachments used in mandibular implant 
overdentures can be divided into splinted and solitary types, 
depending on their shape.3 The bar/clip attachment is a typ-
ical splinted type that makes the supporting mucosal mem-
branes compensate for the stress transmitted to the implant 
by allowing rotation of  the prosthesis. The solitary type 
includes ball, ERA, magnet, and locator types; these are 
connected to an implant individually and provide retention 
through mechanical engagement of  male and female parts. 
The solitary type attachment, however, shows less retention 
than a bar/clip attachment.

Stress transmission in mandibular implant overdentures 
is quite different from that in implant-supported fixed pros-
theses. Generally, the implant seems to transfer stress by 
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vertical stress forces. Nevertheless, the location, number, 
and masticatory forces of  implants in an arch can also cause 
a horizontal force and moment. Because a denture base in 
an overdenture acts as a fulcrum line, the success rate of  an 
implant is affected by the attachment attached to it, because 
it receives a considerable amount of  bending moment that 
is transmitted to the alveolar bone around it. That is, it is 
important to prevent unnecessary stress from being trans-
mitted to the attachment of  an implant because the stress 
has a deleterious effect on the implant coupled to the alveo-
lar bone.

The stress-transfer mechanism of  attachments in various 
overdentures has been determined in several studies. Clinical 
trials have shown a decrease in both compressive and tensile 
forces applied to the alveolar bone around the implant of  an 
implant overdenture compared to the implant in a fixed 
prosthesis and this is due to the mucosal elasticity of  the 
edentulous ridge posterior to the implant.4 Masticatory force 
exerted on a mandibular implant overdenture is less than 
that in natural teeth or implant-supported fixed prosthe-
ses,5-7 but vertical and horizontal stresses are both delivered6 
and the horizontal stress is potentially more harmful to the 
implant and its surrounding tissues than vertical stress 
although the horizontal stress is less than the vertical stress.8 
Thus, the design of  the attachment must provide an opti-
mum stress distribution around the implant to cope with 
the stress transmitted to the bone, within physiological lev-
els. In vitro research and finite element analyses have shown 
that stress/strain around the implant is greatly affected by 
the implant design, and less stress is generated around an 
implant that is not splinted.9-13

In this study, for implant overdentures with a bar/clip 
attachment or a locator attachment, the stress transmitted to 
the implant in accordance with the change in the denture 
base length and the vertical pressure was measured and ana-
lyzed. Our tests revealed some interesting findings and valu-
able clinical implications.

MATERIALS AND METHODS

A ridge replication plastic model made for an actual patient 
(KHU CD-1, Nissin Dental, Kyoto, Japan) was impressed 
with silicone. Then, an alveolar mucosa (2 mm thick) was 
reproduced with a previously taken impression and poly-
ether impression material (Impregum Penta, 3M ESPE, 
Irvine, CA, USA), and the model base was created with 
epoxy resin (Polyurock, Metalor, Neuchâtel, Switzerland). 
Tissue-level Straumann implants were used (diameter 4.1 
mm, length 10 mm, Straumann, Basel, Switzerland) to 
reproduce the implant mandibular overdentures. For the 
strain gauge to have a tight contact with the surface of  the 
implant, buccal and mesial threads of  the #43 implant and 
lingual and distal threads of  the #33 implant were properly 
adjusted, and flat surfaces were obtained. Strain gauges were 
positioned close to neck of  implant at buccal and lingual side, 
close to apex of  implant at mesial and distal side in order to 
prevent the interference of  each other (Fig. 1). Strain gauges 

were attached to the implants using an adhesive. In the rep-
licated epoxy model, holes 8 mm in diameter were made at 
both canine sites and implants were placed. Resin cement 
(Superbond CB, Sun Medical, Moriyama, Japan) was used to 
represent the osseointegration of  actual implants. The max-
illary and mandibular dentures on the replication model 
were fabricated in a conventional manner, and the same 
dentures were used repeatedly in the experiment by modify-
ing their bases.

A universal testing machine (Instron 3367, Instron Co., 
Norwood, MA, USA) was used to exert a vertical pressure 
on the mandibular implant overdenture. To measure the 
strain rate of  the implants placed in the replication epoxy 
model, a strain gauge (4.8 mm long, 2.4 mm wide; KFG-1-
120C1-11L1M2R, Kyowa Electronic Instruments, Tokyo, 
Japan) was used. An A/D converter (PCD300A, Kyowa 
Electronic Instrument, Tokyo, Japan) was connected to a 
personal computer (Sense X11, Samsung, Seoul, Korea) to 
amplify and quantify the electrical signal from the gauge.

Bar/clip and locator attachments were connected to the 
implants. The bar/clip attachment was composed of  an RN 
synOcta abutment (048.601, Straumann, Basel, Switzerland), 
an RN synOcta gold coping (048.204, Straumann), an SCS 
occlusal screw (048.350, Straumann), the CM bar, and a 
female component of  10 mm length (Dolder joint, Cendres 
& Mètaux, Biel, Switzerland). The locator attachment was 
composed of  an RN Locator abutment (048.175, Straumann) 
and a blue replacement male piece (048.192, Straumann).

The groups of  this study were divided according to the 
position of  vertical loading and the length of  denture base. 
The strain gauges were attached onto the four implants 
based on their locations as follows (Fig. 1); # 43iB: attached 
to the buccal surface of  the implant at the mandibular right 

Fig. 1.  Location of the strain gauge on implant. (A) 
Buccal surface of #43 implant, lingual surface of #33 
implant, (B) Mesial surface of #43 implant, distal surface 
of #33 implant.

A B
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canine site, # 43iM: attached to the mesial surface of  the 
implant at the mandibular right canine site, # 33iL: attached 
to the lingual surface of  the implant at the mandibular left 
canine site, # 33iD: attached to the distal surface of  the 
implant at the mandibular left canine site.

The vertical pressure applied to the mandibular denture 
as follows (Fig. 2); A: pressure on the mandibular right first 
molar region only, B: pressure on the mandibular right pos-
terior area only, C: pressure on whole mandibular overden-
ture base.

And dentures were divided into the following three groups 
according to the length of  the denture base as follows (Fig. 3); 
Group 1: pressure with no modification (intact denture), 
Group 2: pressure after eliminating the denture base distal 

to the mandibular second molar, Group 3: pressure after 
eliminating the denture base distal to the mandibular first 
molar.

Vertical pressure, 0.5 mm/min up to 50 N, was placed 
on the three types of  complete denture, and this was repeat-
ed 10 times (Fig. 2).14 Whenever the attachment was replaced 
or the length of  the denture base was modified, 20 minutes 
were given for recovery.

Results measured with the four strain gauges were ana-
lyzed statistically with the SPSS software (ver. 12.0 for 
Windows; SPSS Inc., Chicago, IL, USA). T-tests and one-way 
ANOVA tests were used, and Tukey’s range test was also per-
formed to confirm the results.

Fig. 2.  Three types of vertical load were transferred to the experimental models. (A) Load was applied on the right 
mandibular first molar area, (B) Load was applied on the right posterior area, (C) Load was applied on the mandibular 
entire edentulous area.

A B C

Fig. 3.  Extension of denture base was divided into three groups. (A) Group 1, (B) Group 2, (C) Group 3.

A B C
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RESULTS

In strain measurements, a negative value indicates a com-
pressive force and a positive value indicates a tensile force. 
To determine the statistical significance of  the measured 
micro-deformation, means and standard deviations of  the 
maximum micro-deformation rates of  Groups 1 - 3 were 
determined (Table 1, Table 2 and Table 3); the mean values 
of  the groups are given in Fig. 4, Fig.5 and Fig. 6.

T-tests and one-way ANOVA showed that the differenc-
es in strain between groups (Table 4, Table 5 and Table 6) 
were statistically significant (P < .05). These results were 
confirmed with the Tukey’s range test.

In case of  locator attachment, vertical pressure on the 
mandibular right first molar (A) and the mandibular right 
posterior area (B), the implants on the working side general-
ly showed higher strain than those on the non-working side 
(Table 1, Table 2 and Table 3). Tensile force was observed 

Table 1.  Mean strain values (µm/m) and SD of Group 1 (n = 10)

Locator Bar

43iB 43iM 33iL 33iD 43iB 43iM 33iL 33iD

Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD

A 88.0 11.94 90.0 5.07 45 10.82 53 10.87 122.7 12.73 99.3 8.23 91.2 17.25 124.5 11.26

B 98.0 10.80 95.2 9.58 50 10.84 65 4.63 118.5 7.93 98.5 12.45 89.2 3.16 116.7 11.79

C 40.5 2.81 20.3 2.79 24 7.35 90 3.72 30.8 6.13 39.8 3.90 82.3 7.92 96.3 8.79

43iB: Strain gauge on the buccal side of #43 implant, 43iM: Strain gauge on the mesial side of #43 implant, 33iL: Strain gauge on the lingual side of #33 implant, 33iD: 
Strain gauge on the distal side of #33 implant.
A: Vertical loading on the mandibular right first molar, B: Vertical loading on the mandibular right premolars and molars, C: Vertical loading on both mandibular posterior 
areas.

Table 2.  Mean strain values (µm/m) and SD of Group 2 (n = 10)

Locator Bar

43iB 43iM 33iL 33iD 43iB 43iM 33iL 33iD

Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD

A 104.4 13.47 98.3 5.48 63 10.87 72 3.38 180.6 12.59 110.6 15.62 130.9 14.06 171.7 9.12

B 101.7 6.35 93.8 3.73 71 4.77 80 3.44 177.3 11.01 109.4 4.79 128.1 11.53 164.3 13.44

C 121.0 7.75 73.0 3.00 36 6.39 160 4.94 93.3 5.47 65.5 4.21 119.7 3.68 162.6 7.66

43iB: Strain gauge on the buccal side of #43 implant, 43iM: Strain gauge on the mesial side of #43 implant, 33iL: Strain gauge on the lingual side of #33 implant, 33iD: 
Strain gauge on the distal side of #33 implant.
A: Vertical loading on the mandibular right first molar, B: Vertical loading on the mandibular right premolars and molars, C: Vertical loading on both mandibular posterior 
areas.

Table 3.  Mean strain values (µm/m) and SD of Group 3 (n = 10)

Locator Bar

43iB 43iM 33iL 33iD 43iB 43iM 33iL 33iD

Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD Mean SD

A 134.5 6.78 114.1 5.84 98 8.90 103.7 6.14 220.1 20.44 114.1 18.04 154.2 9.81 205.1 5.85

B 139.1 2.48 116.1 4.48 84 5.62 128.0 8.41 218.7 15.60 116.4 6.99 138.4 10.61 208.7 5.02

C 217.5 4.97 94.0 9.62 89 2.58 215.0 3.31 39.9 2.75 19.8 3.16 54.9 4.78 115.8 3.09

43iB: Strain gauge on the buccal side of #43 implant, 43iM: Strain gauge on the mesial side of #43 implant, 33iL: Strain gauge on the lingual side of #33 implant, 33iD: 
Strain gauge on the distal side of #33 implant.
A: Vertical loading on the mandibular right first molar, B: Vertical loading on the mandibular right premolars and molars, C: Vertical loading on both mandibular posterior 
area.
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on the mesial surface of  the implant on the working side, 
and the compressive force was applied to the buccal surface 
and on the surfaces of  the implant on the non-working side 
(Fig. 4 and Fig. 5).

In case of  bar/clip attachment, the vertical pressure on 
the mandibular right first molar (A) and the mandibular 
right posterior area (B), the implants on the both non-work-
ing and working sides showed high strain (Table 1, Table 2 
and Table 3); all surfaces except the mesial surface of  the 
implant on the non-working side showed a compressive 
force (Fig. 4 and Fig. 5).

For the mandibular right first molar, the mandibular 
right posterior area, and the whole mandibular denture base, 
the strain was statistically significantly different between the 
locator attachment and the bar/clip attachment (Table 4). In 
addition, when applying vertical pressure at three different 
areas (cases A, B, and C), the bar/clip attachment generally 
showed a higher strain than the locator attachment (Fig. 4, 

Table 4.  Comparison of P values between locator and 
bar/clip attachment

Locator Bar
P value*

Mean SD Mean SD

A 69.00 8.91 109.43 18.79 < .001

B 77.05 6.21 105.73 12.66 .01

C 43.70 7.84 62.30 4.73 .01

*Significant difference at the 0.05 level.
A: Vertical loading on the mandibular right first molar, B: Vertical loading on the 
mandibular right premolars and molars, C: Vertical loading on both mandibular 
posterior areas.

Table 5.  Comparison of P values for locator attachment by differences in the denture base (P < .05)

Group 1 Group 2 Group 3
P  value*

Mean SD Mean SD Mean SD

A 69.00 8.91 84.43 8.19 112.58 8.32 .03

B 77.05 6.21 86.63 8.47 116.80 11.56 .03

C 43.70 7.84 97.50 6.09 153.88 8.57 .01

*Significant difference at the 0.05 level.
Group 1: Full denture base, Group 2: Denture base reduction to level of distal area of second molar, Group 3: Denture base reduction to level of distal area of first molar.

A: Vertical loading on the mandibular right first molar, B: Vertical loading on the mandibular right premolars and molars, C: Vertical loading on both 
mandibular posterior areas.

Table 6.  Comparison of the P values for bar/clip attachment by difference in the denture base (P < .05)

Group 1 Group 2 Group 3
P  value*

Mean SD Mean SD Mean SD

A 109.43 18.79 148.45 6.08 173.38 10.63 .001

B 105.73 12.66 144.78 8.79 170.55 6.57 .02

C 62.30 4.73 110.28 5.60 57.60 3.73 .02

*Significant difference at the 0.05 level.
Group 1: Full denture base, Group 2: Denture base reduction to level of distal area of second molar, Group 3: Denture base reduction to level of distal area of first molar
A: Vertical loading on the mandibular right first molar, B: Vertical loading on the mandibular right premolars and molars, C: Vertical loading on both mandibular posterior 
areas.

Fig. 5 and Fig. 6).
For each attachment, the strain comparison between 

cases of  applying vertical pressure at three different areas 
(A, B, and C) also showed a statistically significant differ-
ence (Table 5 and Table 6). For both attachments, the short-
er denture base resulted in a higher strain on the implants 
(Fig. 4 and Fig. 5).

Stress analysis of mandibular implant overdenture with locator and bar/clip attachment: Comparative study with differences in the denture base length
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Fig. 4.  Mean strain values (µm/m) when the mandibular right first molar area was pressed.
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Fig. 5.  Mean strain values (µm/m) when the mandibular right premolar and molar area are pressed.
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DISCUSSION

The design of  implant overdentures to minimize the stress 
applied to the implants cannot be overemphasized. The 
present study showed that the stress tended to be larger and 
more concentrated with a bar/clip attachment than a loca-
tor attachment. These results are thought to be caused by 
the fact that the solitary type attachment allows the bending 
of  the mandibular denture, and the same notion applies to 
the locator attachment. As in other reports,9,13,15-20 the ball 
attachment provided higher stability and this is probably 
because it distributes stress more evenly on both the left 
and right alveolar ridges. If  the implants in a mandibular 
implant overdenture are not connected, the stress on the 
implants will be reduced. The use of  splinted attachments, 
such as bar/clip attachments, seems to increase the stress 
regardless of  the number of  implants that are connected. 
Previous studies focused only on the minimization of  stress 
applied to the implant and the surrounding tissues. If  a 
mandibular implant overdenture lacks support or retention 
by the connection of  the implant and the attachment, the 
stress on the implants will be minimized. Thus, for implant 
overdentures, stress on not only the implant but also the 
denture is delivered to the mucous membrane on the alveo-
lar ridge.

There have been few studies on stress transfer related to 
the area of  the denture base in implant overdentures. In one 
previous study, connecting four implants with a cantilever 
subjected the rearmost implant to high stress when there 
was no contact in the posterior edentulous region21; lower-
level load transfer to the rear implant would be observed if  
the tissue was not stimulated in contact with the lower sur-
face of  the extension base.22 Based on these results, in the 
case of  implant overdentures, the size of  the denture base 
that covers the mucous membrane on the alveolar ridge is 
thought to have a great impact on the implant.

In addition, when using the bar/clip attachment with a 
rigid joint, the initial load is affected by the impression tech-
nique. A selective pressure impression technique is used to 
make the appearance of  the fully expanded working model 
and the denture and its purpose is to distribute the load 
between the implant and the mucous membranes. Lack of  
extension of  the denture base on the edentulous ridge leads 
to high stress at the rearmost implant on the same side as 
the cantilever.7 In addition, a widely supported mandibular 
implant overdenture delivers less stress to the attachment.4

Our results on the stress/strain pattern of  the solitary 
and splinted attachments are similar to those of  previous 
studies. The use of  the locator attachment was found to 
exhibit lower strain on the implant than the use of  the bar/

Fig. 6.  Mean strain values (µm/m) when the entire surface of the mandibular overdenture is pressed.
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clip attachment and it caused the stress to be concentrated 
on the load-taking implant. The level of  strain deformation 
with the locator attachment was smaller than that with the 
bar/clip attachment, and this can be explained by the fact 
that the vertical pressure was absorbed by the deformation 
of  the components of  the locator attachment and the den-
ture. This mechanism seems to minimize the stresses trans-
mitted to the implant on the other side. The locator attach-
ment is also considered to be helpful in relieving stress by 
allowing individual movement of  the implant. However, the 
bar/clip attachment does not allow individual movement of  
the implant by the primary fixing effect. That is, the splint-
ing of  the two implants causes the stress to be transmitted 
to the implant that is not under load in terms of  the bend-
ing moment.

It was also observed that maximum extension of  the 
denture base reduced the strain on the implants. The verti-
cal pressure is transmitted to the mucous membrane 
through the overdenture and the overdenture works like a 
snowshoe; thus, it decreases the stress per unit area that is 
applied to the implant. Based on these results, it can be con-
cluded that the maximum extension of  the denture base 
provides a favorable prognosis for the implants.

This study had some limitations. The difference in strain 
values may be explained by the height of  the locator attach-
ment and the bar/clip attachment. This is because higher 
attachment leads to a larger bending force on the implants. 
In addition, the positions of  the strain gauges on the 
implants were not exactly the same; thus, the positional dif-
ferences appear to have prevented the precise measurement 
of  the strain value. The size of  the strain gauges used in the 
experiment was relatively large compared to the size of  the 
implant, and it was difficult to place them in the same plane. 
Although the experimental model reproduces the oral 
mucosa, it is not the same with actual intraoral soft tissue. 
The thickness of  the soft tissue differs among people, and 
even in the same person different regions have different 
thicknesses. Such changes in soft tissue thickness can 
increase or decrease the stress around the implant because 
the deformation of  the denture base is affected by the 
underlying soft tissue.

Given that overload applied to the implant represents a 
large proportion of  implant failure, clinicians should avoid 
stresses that are transmitted to the implant. It is unclear 
how much stress can be harmful to the implant, but stress 
on the implant should be minimized. Thus, denture impres-
sions should be taken appropriately to produce a denture 
that covers the maximum area of  the alveolar ridge. If  the 
denture base is extended to the maximum and a solitary 
type attachment is used, the stress on the implant will be 
significantly reduced.

CONCLUSION

For mandibular implant overdentures, locator attachments 
result in lower strain on implants than do bar/clip attach-
ments. Longer denture bases have the same effect. Therefore, 

to minimize the strain on implants in mandibular implant 
overdentures, this study may provide the clinical implication 
that the use of  locator attachment would be more prefera-
ble in regard of  strain on implants than bar /clip attach-
ment, and the denture base needs to be extended as much 
as possible.
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