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서론

환자들의심미적요구가점점커져가면서, 전부도재수복물

의 사용이 빈번해졌다. 전부 도재 수복물은 빛의 투과나 반사

가 자연스러워 모든 종류의 인공 수복물 중 심미적 기능 회복

이가장우수하다.1 그중장석유리도재와입자강화유리질도

재는심미적으로우수하나물성이좋지못해제한적으로사용

할수밖에없다.2,3 반면에다결정도재는유리질도재보다질기

며훨씬강한성질을가진다.4 하지만이다결정도재는 1,500℃
보다높은온도에서소결되어야해서일반적도재소성로로는

제작이힘들다. 또한, 도재소결시20 - 30%의수축에 한고려

가 필요하며, 장시간 고온에서 사용 가능한 내화모형제가 필

요했다. CAM기법을 도입하고 나서야, 다결정 도재를 이용한

정 한수복물이제작가능해졌다. 알루미나나지르코니아등

을 이용하여 제작하는 다결정 도재는 이론상 도의 약 70%
정도까지만 다질 수 있는 분말로 만들어진다. 따라서 소결 시

선형적으론약10%, 부피적으론약30%정도가수축할수있다.
따라서 정확한 수축을 예측하기 위해 균일하게 다져질 수 있

도록 제작된 초기 도재분말이 중요하며 이 수축량이 정확이

예측되고그양이보상되어야최종수복물이잘적합될수있

다.5

기존에 사용해오던 지르코니아 블락은 소결 과정을 통해 3
차원적으로 수축이 일어나기 때문에, 예측하기 어려운 체적

변화에 따른 오차가 존재하게 된다. 이러한 수축은 부피적으

로일어나기때문에정확한계산이불가능하다.6 또한소결과

정은사용하는소결로에따라다르긴하나적어도 3시간이상

맞춤형 지르코니아 블락 제작을 위한 삭제된 치아의 평균 크기 분석

김민혁∙김성훈∙여인성∙윤형인∙이재현∙한중석* 

서울 학교치의학 학원치과보철학교실

The dimension analysis of prepared natural teeth for developing customized zirconia block
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Purpose: Unpredictable shrinkage of zirconia during sintering process causes discrepancy. Therefore, there have been attempts to reduce discrepancy by milling zirconia after
sintering. However, due to the hardness of sintered zirconia, milling takes longer time, causes damage to the machine and causes chip formation. With customized zirconia block
using the mean dimension of prepared natural dentition, it is expected to overcome these shortcomings. Materials and methods: The mean dimension of prepared natural den-
tition was analyzed as STL file after scanning of prepared teeth treated at SNUDH. The transverse, frontal and sagittal planes were set using Mimics and Photoshop. 3D vol-
ume was projected on each plane, and the outer line was measured through external tangent line, and the inner line was measured through inflection point of tangent line. Results:
The mean height of prepared incisal (N = 57) is 6.60 ± 1.05 mm, mesiodistal length is 2.98 ± 0.73 mm, buccolingual length is 2.04 ± 0.73 mm. The mean height of prepared
premolar (N = 15) is 5.37 ± 1.49 mm, mesiodistal length is 4.10 ± 1.78 mm, buccolingual length is 5.86 ± 1.55 mm. And the mean height of prepared molar (N = 13) is 5.11
± 1.29 mm, mesiodistal length is 6.80 ± 1.18 mm, buccolingual length is 7.34 ± 1.40 mm. Conclusion: Using the mean dimension of prepared natural dentition, it is expect-
ed to be able to fabricate customized zirconia block. (J Korean Acad Prosthodont 2017;55:381-8)
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의 시간이 필요하다.7 따라서 완전 소결된 기성 지르코니아를

링하여 오차를 줄이려는 노력이 있었으나, 소결된 기성 지

르코니아 블락은 매우 단단하고 수복하고자 하는 치아의 크

기, 종류에 관계없이 원통형의 기성블락을 링할 수밖에 없

어, 링시간이오래걸리고, 링도구에손상이생기거나, 기
계가공 과정 중 칩 생성이 생길 수 있는 단점이 있다.8 하지만

삭제된 치아 크기 값을 구하여 만든 맞춤형 지르코니아 블락

제작을 통한 링은 절삭해야 하는 면적을 줄여 줌에 따라 블

락 전체를 링하는 기성 지르코니아 블락에 비해 시간이 절

약되고, 링도구의손상을최소화하고, 칩생성방지등의기

성 지르코니아 블락의 단점을 극복 할 수 있을 것으로 판단된

다.

재료 및 방법

치아의 평균크기

치아계측방법에는needle point divider,9 Boley Gauge, 버어니어

캘리퍼스,10,11 평면스캔, 그리고3차원스캔을이용하는방법등

이 있다. 하지만 3차원 스캔을 이용한 치아 크기의 계측 시 그

정확도와재현도에관한연구는아직보고된바없다.12 치아형

태학13에따르면1) 근원심폭은협(순), 설(구개)면에서교합평면

에평행하는근심과원심사이의최 거리이며2) 협(순)설폭은

근원심면에서 교합평면에 평행하는 협(순)면과 설(구개)면 사

이의최 거리, 3) 치관길이는치경선최하점에서치관부최고

점까지의 거리를 의미한다. 이에 따른 치아의 평균 크기는 다

음과같다 (Table 1).

치아 스캔

서울 학교 치과병원 보철과 에서 삭제된 치아들을 모델화

하여스캔후얻어진STL file을이용하여, 치아크기를분석하

다. 맞춤형 지르코니아 블락을 제작하는데 있어 모든 치아 별

로 제작하면 그 효용성이 떨어지기 때문에 중절치, 측절치, 견
치(이하전치군)과제1소구치, 제2소구치(이하소구치군), 제1
구치, 제2 구치(이하 구치군) 세그룹으로나누어치아크기

를분석하 다. 전치군은57개, 소구치군은15개, 구치군은13개
의샘플로진행하 다.

치아 크기 측정 기준

디지털 상처리 소프트웨어 Adobe Photoshop CS3 (Adobe
Systems Inc., San Jose, CA, USA), Materialise Mimics (Materialise NV,
Leuven, Belgium)을사용하여각각의치아의횡단면, 전두면, 시상

면세면을기준면으로정하 다. 각각의면에3D volume을투

하여외곽의크기는외곽접선을Mimics 자동설정을통하여X
값과 Y값을구하 다. 내곽의크기는내부 hole의상단부변곡

점에 접선을 구하여 두 변곡점 중 크기가 작은 변곡점을 기준

으로하여 X 축에평행하는직선을구하고두변곡점의 Y축에

평행하는직선을구하여각각치아의크기를구하 다 (Fig. 1).

Table 1. The mean dimension of natural dentition of Korean (Unit: mm)
Tooth number 1 2 3 4 5 6 7
Crown height 10.5 9.5 10.0 8.5 8.5 7.5 7.0
Mesiodistal length 8.5 7.0 7.5 7.5 7.0 10.5 9.5
Buccolingual length 7.0 6.5 8.0 9.5 9.0 11.0 11.0

Fig. 1. 3D volume was projected on each plane. The outer line was measured through external tangent line, and inner line was measured through inflection point of tan-
gent line using Mimics auto setup. (A) Transverse Plane, (B) Frontal Plane, (C) Sagittal Plane.

A B C



한치과보철학회지 55권 4호, 2017년 10월 383

김민혁∙김성훈∙여인성∙윤형인∙이재현∙한중석 맞춤형 지르코니아 블락 제작을 위한 삭제된 치아의 평균 크기 분석

결과

1. 전치군 (Fig. 2, Fig. 3, Fig. 4, Fig. 5, Fig. 6)

Fig. 3. Mesiodistal length (X1) of incisal group in frontal plane is (7.50 ± 1.15 mm,
Max = 11.04 mm), crown height (Y) is (9.61 ± 1.17 mm, Max = 12.80 mm).

Fig. 6. Buccolingual lenth (X2) of prepared incisal group in sagittal plane is (2.04 ± 0.73 mm,
Min = 0.93 mm), crown height (Y2) is (6.75 ± 1.09 mm, Min = 4.24 mm).

Fig. 2. Mesiodistal length (X) of incisal group in transverse plane is (6.98 ±1.05 mm,
Max = 11.05 mm), buccolingual length (Y) is (7.39 ±1.05 mm, Max = 9.84 mm).

Fig. 5. Buccolingual lenth (X1) of incisal group in sagittal plane is (6.88 ± 0.88
mm, Max = 4.04 mm), crown height (Y1) is (9.61 ± 1.17 mm, Max = 9.62 mm).

Fig. 4. Mesiodistal length (X2) of prepared incisal group in frontal plane is (2.98 ±
0.73 mm, Min = 1.39 mm), crown height (Y2) is (6.60 ± 1.05 mm, Min = 4.11 mm).
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Fig. 7.Mesiodistal length (X) of premolar group in transverse plane is (8.01 ±1.47 mm,
Max = 12.03 mm), buccolingual length (Y) is (9.74 ±1.18 mm, Max = 13.33 mm).

Fig. 10. Buccolingual lenth (X1) of premolar group in sagittal plane is (9.76 ± 1.22
mm, Max = 13.48 mm), crown height (Y1) is (8.01 ± 1.48 mm, Max = 11.07 mm).

Fig. 8. Mesiodistal length (X1) of premolar group in frontal plane is (8.01 ± 1.46
mm, Max = 12.09 mm), crown height (Y) is (8.01 ± 1.48 mm, Max = 11.07 mm).

Fig. 11. Buccolingual lenth (X2) of prepared premolar group in sagittal plane is (5.86
± 1.55 mm, Min = 2.86 mm), crown height (Y2) is (5.38 ± 1.33 mm, Min = 4.07 mm).

Fig. 9. Mesiodistal length (X2) of prepared premolar group in frontal plane is (4.10 ±
1.78 mm, Min = 1.97 mm), crown height (Y2) is (5.37 ±1.49 mm, Min = 3.67 mm).

2. 소구치군 (Fig. 7, Fig. 8, Fig. 9, Fig. 10, Fig. 11)
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3. 구치군 (Fig. 12, Fig. 13, Fig. 14, Fig. 15, Fig. 16)

Fig. 12.Mesiodistal length (X) of molar group in transverse plane is (10.87 ±1.04 mm,
Max = 12.63 mm), buccolingual length (Y) is (11.41 ±1.18 mm, Max = 13.33 mm).

Fig. 15. Buccolingual lenth (X1) of molar group in sagittal plane is (11.53 ± 1.18
mm, Max = 13.48 mm), crown height (Y1) is (8.12 ± 1.19 mm, Max = 10.59 mm).

Fig. 13. Mesiodistal length (X1) of molar group in frontal plane is (10.62 ± 1.25
mm, Max = 12.44 mm), crown height (Y) is (8.15 ± 1.17 mm, Max = 10.65 mm).

Fig. 16. Buccolingual lenth (X2) of prepared molar group in sagittal plane is (7.34 ±
1.40 mm, Min = 4.09 mm), crown height (Y2) is (5.15 ± 1.23 mm, Min = 3.63 mm).

Fig. 14. Mesiodistal length (X2) of prepared molar group in frontal plane is (6.80 ±
1.18 mm, Min = 4.44 mm), crown height (Y2) is (5.11 ±1.29 mm, Min = 3.38 mm).
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Fig. 17. Comparison of milling area between conventional zirconia block (A) and customized zirconia block (B).

4. 결과 값(Table 2)

고찰

치아형태학13에따른전치군의치관길이평균값은10 mm, 근
원심7 mm, 협설7.2 mm이며, 소구치군의치관길이평균값은8.5
mm, 근원심7.25 mm, 협설9.25 mm이며, 구치군의치관길이평

균값은7.25 mm, 근원심10 mm, 협설11 mm이다. 이는디지털로

측정한전치군치관길이(N = 57) 9.61 ±1.17 mm, 근원심6.98 ±
1.05 mm, 협설7.39 ±1.05 mm, 소구치군치관길이(N = 15) 8.01 ±
1.48 mm, 근원심8.01 ±1.47, 협설9.74 ±1.18 mm, 구치군치관

길이(N = 13) 8.15 ± 1.17 mm, 근원심 10.87 ± 1.04 mm, 협설

11.41 ±1.18 mm으로통계적으로유의미한차이는없어보인다.

따라서 3차원스캔을이용한치아크기계측이신뢰할만한방

법이라는것을알수있다.
측정에서보여준삭제된전치군(N = 57) 치아의평균치관길

이는6.60 ±1.05 mm, 근원심2.98 ±0.73 mm, 협설2.04 ±0.73 mm
이고, 소구치군(N = 15) 치아의 평균 치관길이는 5.37 ± 1.49
mm, 근원심4.10 ±1.78 mm, 협설5.86 ±1.55 mm, 구치군(N =
13) 치아의 평균 치관길이는 5.11 ± 1.29 mm, 근원심 6.80 ±
1.18 mm, 협설7.34 ±1.40 mm이다.

위측정값에따라기성지르코니아블락을삭제된치아크기

에맞춰맞춤형으로제작이가능할것으로생각되고, 링면

적감소에따른시간절약, 링도구의손상을최소화, 칩생성

방지등의효과를기 할수있다 (Fig. 17). 

Table 2. The mean length of each tooth group sorted by each planes (unit: mm)
Transverse plane Frontal plane Sagittal plane

MD = 7.50 ± 1.15 BL = 6.88 ± 0.88

Incisals (N = 57)
MD = 6.98 ± 1.05 CH = 9.61 ± 1.17 CH = 9.61 ± 1.17
BL = 7.39 ± 1.05 MDP = 2.98 ± 0.73 BLP = 2.04 ± 0.73

CHP = 6.60 ± 1.05 CHP = 6.75 ± 1.09
MD = 8.01 ± 1.46 BL = 9.76 ± 1.22

Premolars (N = 15)
MD = 8.01 ± 1.47 CH = 8.01 ± 1.48 CH = 8.01 ± 1.48
BL = 9.74 ± 1.18 MDP = 4.10 ± 1.78 BLP = 5.86 ± 1.55

CHP = 5.37 ± 1.49 CHP = 5.38 ± 1.33
MD = 10.62 ± 1.25 BL = 11.53 ± 1.18

Molars (N = 13) 
MD = 10.87 ± 1.04 CH = 8.15 ± 1.17 CH = 8.12 ± 1.19
BL = 11.41 ± 1.18 MDP = 6.80 ± 1.18 BLP = 7.34 ± 1.40

CHP = 5.11 ± 1.29 CHP = 5.15 ± 1.23
MD = medisodistal length, BL = buccolingual length, CH = crown height, MDP = mesiodistal length of prepared tooth, BLP = buccolingual length of prepared tooth, CHP
= crown heigh of prepared tooth.

A

B
Reduced amount of milling
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결론

한국인의전치부, 소구치부, 구치부치아의삭제량과치아

크기 값의 평균값을 구함으로써 그 값을 이용하여 맞춤형 지

르코니아 블락을 만들 수 있다. 미리 삭제된 맞춤형 지르코니

아 블락은 소결 후 링 시 그 시간과 버 소모를 줄일 수 있다.
추후 링 후 맞춤형 지르코니아 블락을 통해 제작된 지르코

니아 크라운의 마진 적합도, 색조, 강도, 인성 등을 평가 할 수

있을것으로기 된다.
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맞춤형 지르코니아 블락 제작을 위한 삭제된 치아의 평균 크기 분석

김민혁∙김성훈∙여인성∙윤형인∙이재현∙한중석* 

서울 학교치의학 학원치과보철학교실

목적: 지르코니아는 소결 과정에서 3차원적으로 수축이 일어나기 때문에, 원하지 않는 체적 변화에 따른 오차가 존재하여 완전 소결된 지르코니아

를 링하여, 오차를 줄이려는 노력이 있었으나, 재료의 단단함으로 인해 링 시간이 오래 걸리고, 링기구에 손상이 생길 수 있고, 기공 과정 중

칩생성이있을수있다. 삭제된치아의평균값을구하여제작된맞춤지르코니아블락은이러한단점을극복할수있을것이다.
재료 및 방법: 삭제된치아들을모델화하여스캔후얻어진 STL file을이용하여, 치아크기를분석하 다. Mimics 및포토샵을사용하여각각의치아

의횡단면, 전두면, 시상면, 세면을기준면으로정하여, 각각의면에 3D volume을투 후외곽의크기는외곽접선을통해, 내곽의크기는내부홀의

상단부변곡점에접선을구하여각각치아의크기를분석하 다.
결과:측정에서보여준삭제된전치군(N = 57) 치아의평균치관길이는 6.60 ± 1.05 mm, 근원심 2.98 ± 0.73 mm, 협설 2.04 ± 0.73 mm 이고, 소구치군

(N = 15) 치아의평균치관길이는 5.37 ± 1.49 mm, 근원심 4.10 ± 1.78 mm, 협설 5.86 ± 1.55 mm, 구치군(N = 13) 치아의평균치관길이는 5.11 ± 1.29
mm, 근원심 6.80 ± 1.18 mm, 협설 7.34 ± 1.40 mm 이다.
결론:한국인의전치부, 소구치부, 구치부치아의삭제량과치아크기값의평균값을구함으로써그값을이용하여맞춤형지르코니아블락을만

들수있다. ( 한치과보철학회지 2017;55:381-8)

주요단어:지르코니아; 소결; 맞춤형지르코니아블락
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